Crosstalk with external bipolar DVI pacing: a case report.
An increase of the basic atrial pacing rate from a preset value of 70 beats/min up to 91 beats/min was recorded in a patient with an external bipolar dual chamber pacing system. This observation could be explained by the occurrence of crosstalk; this specific manifestation of crosstalk was the result of the use of an uncommitted DVI pacing mode.